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In a preliminary note ^'On a Method of Determining the Talue of Rapid Variations 
of a Difference of Potential by Means of the Capillary Electrometer/' I indicated 
briefly the results of an investigation of the time-relations of the excursions of the 
capillary electrometer. The object of the present paper is to give further details 
concerning the method of measurement which I then put forward, and to describe the 
experiments which led to it. 

The theory of the instrument has been treated by Lippmann, Hermann, and others, 
mainly from a mathematical stand-point, and the phenomena have been ascribed to 
polarization^ but no adequate attempt appears to have been made to establish by 
actual measurement the accuracy of the formula for the time-relations, nor to ascertain 
whether there were any other influences at work besides those assumed in stating the 
problem. Poiseuille's experiments on the velocity of the flow of liquids through 
capillary tubes seem to have been overlooked, and no sufficient investigation made of 
the effect of the form and dimensions of the tubes upon the rate of movement of the 
meniscus. 

It seemed, therefore, that there was scope for a thorough examination of the 
problem by the experimental method, with a view, not only to the further elucidation 
of the theory, but also to the discovery of the best manner of using the instrument so 
as to render available those special properties which make it unlike any other form of 
electrometer or galvanometer. 

In the course of the investigation, which has occupied more than three years, over 
a hundred electrometers were made, besides many additional capillaries used in 
preliminary experiments. 
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General Data ivith respect to the Time- Relations of an Excursion, 

(1.) Dilution of the acid beyond a certain point was found to lessen the rapidity 
of an excursion without altering the extent of it. This indicated that the velocity of 
the movement was affected by electrical resistance. 

A similar result was also produced by the introduction of 100,000 ohms into the 
external circuit. 

(2.) Shortening the capillary so as to reduce the length of the acid column made 
the instrument act more quickly, but in this case the mechanical friction, as well as 
the electrical resistance, was lessened. 

(8.) The shape of the tube, where it tapers to form the capillary, was found to have 
a marked effect ; the motion of the meniscus being much more sluggish if this part 
was made too long. In this case the increase of electrical resistance must be com- 
paratively trifling, and the result is to be ascribed mainly to friction and eddy 
currents. 

(4.) The same may be said of the oi^ifice, a clean-cut capillary being usually much 
quicker in its action than a splintered one. 

These things may be taken as indicating the action of both mechanical friction and 
electrical resistance in determining the rate of movement of the meniscus. 

The next step was to ascertain whether there was any latent period before the 
commencement of the rise or fall This was done by photography. 

A difference of potential was suddenly communicated to the instrument by striking 
open a short-circuiting key, the end of which projected across the slit upon which the 
image of the mercury column was thrown, and so gave upon the sensitive plate, as it 
passed rapidly behind it, a record of the exact instant at which the current was 
allowed to act upon the electrometer. In no case could the smallest interval be 
detected between the opening of the key and the commencement of the excursion, 
even when the difference of potential employed was very small. 

The converse of this was found to be true under ordinary circumstances, that is to 
say, the meniscus ceases to move the moment the source of electromotive force is 
withdrawn. In other words, the electrometer is practically dead-beat. It has been 
generally held to be perfectly so, but this is not the case. If the instrument is one 
that has been specially designed to act with great rapidity, it will be found, on com 
municating to it a fairly strong charge from a condenser of not more than one-third of 
the capacity of the electrometer, that the meniscus will start suddenly forward, and 
then sloivly return^ perhaps as much as one-tenth of the distance it has traversed. 
But this overshooting is entirely prevented by the introduction of an external 
resistance of, say, 50,000 ohms. Apparently the reason why this phenomenon has not 
been noticed is, that experimenters have contented themselves with observing the 
effect of suddenly breaking the circuit during an excursion; but in so doing, they 
have introduced an infinite resistance. In the case of the condenser experiment, there 
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is^ as it were, a reservoir on each side of tlie electrometer, which acts as a spring, 
permitting a certain oscillation of the charge. A far more severe test is to preserve 
the electrometer circuit unbroken, and to remove the source of electromotive force, 
by breaking the primary circuit of the rheochord. This I have done, and the result- 
ing photographs show the effect of overshooting to be, for the same velocity of the 
meniscus, nearly twice as great. But it can still be overcome by external resistance, 
and is only noticeable when the difference of potential is two or three times as great 
as it ever is in physiological experiments, and even then I have not found it exceed 
2 per cent, of the length of the complete excursion, with no external resistance. 

It remains true, therefore, that with an ordinarily quick electrometer, under the 
conditions which obtain in practical work, the meniscus ceases to move the instant the 
source oj electromotive force is withdraivn. 

The velocity of the movement is also greatest at the first, and there is no portion 
of the normal photographic curve, even at its commencement, concave to the 
asymptote, except in those cases in which overshooting may occur. Under such 
circumstances, slight signs of increase of the velocity are sometimes just discernible. 
But this was only detected in three cases, when the currents used were as great as 
the electrometer would bear without injury. 

These facts, implying the absence of acquired '* momentum,^' seemed to indicate 
that in ordinary working the velocity of the meniscus at any moment must be some 
function of the accelerating force at that moment, in the sense that it is independent 
of any previous motion, and can contribute nothing— or practically nothing— to the 
velocity with which it moves during the next interval 

In order to determine experimentally the form of this function, I arranged a 
rheotome in the derived circuit of a rheochord in such a way that any desired difference 
of potential could be introduced into the electrometer circuit for an accurately measured 
period of from '005 sec. to about '6 sec. This rheotome, which was upon the principle 
of a drop-shutter, acted by first snatching open a short-circuiting key, and then after 
the required interval, breaking the circuit on both sides of the electrometer simul- 
taneously— -this arrangement being necessary, in order that the meniscus might stop 
suddenly without running back to zero. A specially sensitive electrometer was used, 
having a long range^ and with no tendency to ^' creep." It was less rapid in its action 
than those usually employed in the laboratory for physiological work, being selected 
on this account so that the time-measurements might be more accurately made. The 
insulation was so good that no appreciable return of the meniscus took place during 
10 minutes after the circuit was broken. 

The experiments were conducted as follows :— Having found the total length of the 
excursion produced by a difference of potential derived from 150 millims. of the rheo- 
chord wire to be 126 divisions of the eye-piece micrometer, the rheotome was set so 
as to check the meniscus exactly in the middle of the excursion, namely, at 63 divisions 
from zero. This required a closure of *414 sec. The rider of the rheochord was then 
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shifted to 50 millims.j when the complete excursion was found to be 42 divisions, and 

that given with the rheotomOj 21 divisions. On further reducing the length of rheo- 

chord wire to 25 millims., the full excursion being 21 divisions^ the meniscus shot up, 

when the rheotome was used, through 10 '5 divisions of the eye-piece micrometer and 

there stopped. That is to say, with only one-sixth part of the original difference of 

potential, the middle point of the excursion was reached in exactly the same time, 

namely *414 sec. In other words, the mean velocity of the meniscus during the first half 

of a normal excursion was found to be proportional to the total length of it. Further 

experiments showed that the same was true of other fractions besides the half, as for 

instance, one-fifth, one-third, and three-fourths, but in these cases the measurements 

were less reliable, owing to purely instrumental difficulties. 

From these data I concluded that the velocity with which the meniscus moved at 

any instant during a normal excursion, must be proportional to its distance from the 

final position of rest at that time. 

Fig. L 




Fig. 1 represents the curve of a normal excursion photographed upon a plate 
moving with constant velocity hoiizontally from right to left. 

The asymptote AB is taken as the axis along which the time t is measured. 
Let P be a point on the curve 

y = PN = the vertical ordinate through P. 
Then, if u denote the velocity of the meniscus in the capillary 



u 



dt 



But, according to the experimental results, 

u varies as y^ 



EXCURSIONS OF THE CAPILLARY ELECTROMETER. 85 

so that 



Integrating 



or, 



chf , 1 dy 

cy =: -— r, whence — - cat =:. — . 
^ at y 



^ -^ dt = log- =^ — ct, 
y ^ a 



y z=z ae ^K 



It is obvious that any curve having this equation can easily be recognised in either 
of two ways. The tabular logarithms of a series of ordinates corresponding to equal 
time-intervals, are in arithmetical progression. This method was used in verifying 
the hypothesis as to the time-relations of the normal excursion. The second is a 
graphic method depending on the fact that the subtangent NT (fig. 1) of a logarith- 
mic curve, or intercept, upon the asymptote between the tangent and ordinate to any 
point upon the curve, is of constant length. This property affords a means of finding 
the position of the asymptote when only a portion of the excursion has been included 
in the photograph. Two points are chosen some distance apart, and the tangent and 
ordinate drawn to each. The le^el is then found by trial, at which the horizontal 
distance between the one tangent and its ordinate is equal to that between the other 
and its ordinate, or, in other words, the level is found at which the subtangents are 
constant. 

The possibility of doing this in the case of the normal curve suggested the method 
of analyzing other curves propounded in my preliminary note. If, as my experiments 
have indicated, the velocity of the meniscus at any moment is due solely to the 
difference of potential between the terminals of the electrometer at that moment, and 
is not influenced in any way by its motion at any previous time, and adds nothing to 
its velocity at any subsequent time — ^in other words, if the electrometer is perfectly 
dead-beat — then the rate of movement at any given instant, during an irregular 
change of electromotive force, must be exactly the same as would be communicated to 
the meniscus by a permanent difference of potential equal to the electromotive force 
acting at that instant. That is to say, the tangent to a given point on the curve pro- 
duced by any excursion must coincide in direction with that of the commencement of 
the 'normal curve given by the dAfference of potential still existing between the terminals 
of the electrometer. If, therefore, the length of the constant subtangent to the normal 
curve is known, the length of the ordinate for that particular inclination of the tan- 
gent can be determined, and it will show how far the meniscus has still to move 
before reaching the position in the capillary corresponding to the difference of 
potentialto which its velocity is due at the time in question. If the mercury is at 
zero, the length of the ordinate thus determined will represent the actual electro- 
motive force at that instant. If it is not at zero, the distance it has already travelled 
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must be added to or subtracted from the ordinate, according as its sign, and that of 
the ordinate, is positive or negative. 

In this way an excursion may be analyzed. Points are taken on the curve at 
intervals of ^005 or more, and the tangent and ordinate drawn to each and produced, 
upwards if the curve is rising, and downwards if it is fallings until the horizontal dis- 
tance between them is eqaal to the subtangent of the normal curve taken through 
the same resistance. The ends of all the ordinates are joined, and the curve so pro- 
duced represents, on the same scale as the ordinary readings of the electrometer, the 
total difference of potential during each instant of the experiment. 

It may be useful to note that the ordinates of the original curve give the integral 
of the quantity of electricity that has passed at any instant. 

Further Investigation of the Formula for the Time- Relations of the Normal Excursion. 

Having ascertained, by mxcasuring a number of photographed excursions, that the 
formula y ^ as "" ^^ would hold for some instruments and not for others, I proceeded 
to investigate the causes of these divergences. 

There are two things which may modify the time-relations of the movement^ — the 
one accidental, and the other essential The first is that the instrument may not be 
of equal sensitiveness throughout the part used. Obviously this diflSculty may be 
got over by selecting a suitable electrometer. The second source of error cannot be 
so eliminated. It is that the internal resistance varies with the position of the 
meniscus in the capillary. 

(1.) Calibration Error, — This has a twofold efiect. It alters the electrical value of 
the scale-readings, and it has also a powerful influence upon the velocity of the 
movement. The greater the range of the excursion for a given difference of potential, 
the slower is the action of the instrument—not only relatively, but absolutely. The 
relation between the sensitiveness of an electrometer, and the time of half-charge, 
could not be determined directly by experiment, owing to the difficulty of making 
two capillaries sufficiently aHke in all other respects; but from a large number of 
observations it is evident that the time of half-charge increases much more rapidly 
than the sensitiveness. I found by experiment that the electrical capacities of 
electrometers, with capillaries of the same internal diameter, are in direct proportion 
to the lengths of the excursions produced in them respectively by the same small 
difference of potential, and that the capacity is within wide limits independent of the 
difference of potential. As, therefore, the same change of surface-tension has to force 
the mercury column through distances proportional to the sensitiveness, and a 
quantity of electricity has to flow which is also proportional to the same thing, 
it seems probable that the time of half-charge may vary according to the square 
of the sensitiveness. 

Further experiments will be made with regard to this. The important point. 
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established by a number of observations, is that the calibration error has a much 
greater effect upon the rapidity of the movement of the meniscus than upon the scale 
readings. In most cases the sensitiveness of an electrometer increases as the 
meniscus approaches the tip of the capillary, and its rapidity of action becomes less. 
But this calibration error is entirely under the control of the maker of the 
instrument. 

(2.) Changes of Resistance. — -The principal seat of electrical resistance is in the 
slender column of dilute acid between the meniscus and the end of the capillary. 
But since the length of this varies continually during an excursion, it follows that the 
resistance must also vary, and with it, the velocity of the movement, ivhich must 
increase as the meniscus approaches the end of the capillary^ where the resistance is 
least. This variation was investigated in a series of experiments, 

A special electrometer was prepared, with a very long capillary, of exactly equal 
sensitiveness for a considerable distance from the tip — twice as much as was required 
for the experiments. It was extremely slow in its action, but was otherwise a very 
fine instrument. 

Fig. 2. 



^"K^- /^m)7^ 




To measure the time-relations of the excursion the following simple and inexpensive 
rheotome was devised. Upon a base-board A, fig. 2, clamped to the bench so as to 
project beyond it, are fixed two upright pieces B, between which the bar (7 swings until 
it comes in contact, as it assumes a vertical position, with the cross-bar (r, making 
connection in so doing between the terminals H and /, w^ith which it is connected by 
a fine wire. As it is necessary that the circuit should be broken on both sides of the 
electrometer, to prevent '' creeping," a light wire K, balanced by the counterpoise P, 
is attached to C, and moves with it. This wire is bent so as to dip into two pools of 
mercury^ in the block of parafiin L, thus making a connection between the terminals 
M and iV, about '01 sec. before the bar (7 comes in contact with G. The weight E, 
which is a disc of lead weighing a couple of pounds, is attached, in the manner shown, 
to a string D, passing through a loop on the end of the bar C, over the rod on which 
it swings, to a cleat F, The w^eight E being drawn forward and then let go, carries 
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the bar sharply up against the stop G^ and then swings under the tabJe^ oscillating 
about the loop at the end of C, as a centre. On its return, as it passes the vertical, 
the contact is broken, first at G, which determines the period of closure, and 
immediately after, before the electrometer has time to creep^ at L^ on the other 
side of the circuit. It is then caught in the hand of the operator. The closure may 
be maintained during any odd number of swings by pressing the thumb upon the 
bar C, directly it has made contact, so as to hold it firmly against the stop, releasing 
it directly the weight has passed under the table for the last time^ thus leaving 
it free to break contact on its return. The duration of a single swing is calculated 
by taking the time of 50 complete oscillations with the aid of a stop-watch. By 
suitably regulating the length of the string i), the time of closure can be adjusted to 
any desired period from "4 sec. to 10 sees. The accuracy of the instrument was 
verified by comparing the results obtained with different lengths of string. 
The object of the experiments was three-fold, viz. :— 
(A.) To compare the time-relations of charge and discharge. 

(B.) To ascertain the difference, if any^ of the rate of movement when the meniscus 
was made to rise, ^.6., to advance towards the tip of the capillary, and when it was 
caused to fall, i.e., to recede from the tip. 

(C.) To measure the effect of the change of internal resistance during an excursion^ 

As the instrument was one of constant sensitiveness, this could be done by 

comparing the ratios of successive ordinates corresponding to the equal time-intervals 

given by 1, 3, 5, 7, etc., swings of the pendulum-rheotome, the mean of a number of 

observations being taken in each case. 

The rheochord was set so as to give an excursion as near as possible of the full 
length of the scale of the eye-piece micrometer— 50 divisions— and the capillary w^as 
fixed so that a mark 20 divisions from the tip coincided with the top of the scale. 
A low power was used, and the actual range of the movement was much greater than 
is employed in physiological work. One series of observations was taken with an 
added external resistance of 60,000 ohms. For measuring the rate of discharge, the 
rheotome was made to close a short circuit between the terminals of the electrometer. 
In the following experiments, 

I ^= the distance of the meniscus from the tip of the capillary, in divisions of the 

eye-piece micrometer, 
y := the distance of the meniscus from its final position of rest after a closure 

of infinite duration. 
The period of closure is expressed in swings of the pendulum rheotome. 
The last column shows the ratio of each value of y to the one preceding it. 
'* Up,'^ means an excursion towards the tip of the capillary. 
'' Down,'' signifies an excursion away from the tip of the capillarye 
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1. Charge. No External Resistan(3e. Down. 
Period of a single swing of the rheotome = '36 sec. 



S wine's. 



1 
3 
5 



I. 



30 
41 

48-5 
54 



y- 






40 
29 
21-5 
16 



Ratio. 



11 



1-35 
1-34 



2. Charg]^ No External Resistance. 
Period of a single swing of the rheotome 



Up. 

•36 sec. 



Swings. 


I 


V' 


Ratio. 


1 


63 


44 




3 


55 


36 


117 


5 


49 


30 


1-20 


7 


43 


24 


1-25 



3. Discharge. No External Resistance. Down. 
Period of a single swing of the rheotome = *^7 sec. 



Swings. 


Z. 


y' 


Ratio. 


1 


34-5 


35-5 




3 


51-5 


18-5 


1-92 


5 


60 


10 


1-85 


7 


64 

■ . ■ . . ....■,.- ^ 


6 


1-67 



4. Discharge. No External Resistance. Up. 
Period of a single swing of the rheotome = 77 sec. 



Swings. 


I 


y- 


Ra.tio. 


1 


56 


36 




3 


45 


25 


1-44 


5 


36 


16 


1-56 


7 


30 


10 


1-60 


9 


26 


6 


1-67 
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5. Charge. External Resistance == 60,000 ohms. Up. 
Period of a single swing of the rheotorae = '11 sec. 



Swings. 
1 


Z. 


V' 


Ratio. 


— 


62-5 


42-5 




8 


51 


31 


1-37 




T) 


44-4 


22-4 


1-38 




7 


36 


IG 


1-40 




9 


81 


11 


1-45 





N.B. — In the last three series of observations the period of the swing of the rheo- 
tome was made longer, in order to effect a better distribution- of the measured points. 
On plotting the results of identical excursions, th(3 curves were found to coincide with 
those obtained with a swing of '36 sec, proving the accuracy of the m.ethod to be 
sufficient for the purpose of these experiments. 

The above experiments indicate — 

(a.) That the time-relations of charge and discharge are practically alike, as is 
shown also by the analysis of the photographed excursions. 

(6.) That, in this particular instrument, the meniscus moved more quickly away 
from the tip of the capillary \kyMi towards it. No such difference could be detected 
in the case of electrometers of ordinary quickness of action, and the phenomenon 
appears to be peculiar to those of great sensitiveness and slow action. In some 
hjstruments it was reversed, and the mercury would only recede when assisted by 
tapping the stand, though it would advance freely with a small difference of potential. 

(c.) That the change of the length of the acid column during an excursion has 
a measurable effect upon the time-relations of the movement, which, however, is much 
less than it luould he if the normal velocity were conditioned sim2oly by the internal 
electrical i^esistance of the electrometer. It was found by experiments with more than 
twenty instruments that the effect of an added external resistance in increasing the 
time of "half-charge" was such, that they might be assumed to have an internal 
resistance of the form 

where I -=■ the distance of the meniscus at any moment from the tip of the capillary, 
and L is a constant of the particular instrument employed. In practice, L is many 
times greater than the maximum values of Z, so that the variation of the speed-ratio 
from this cause is less than 3 per cent, over the entire width of the negatives referred 
to in this paper, and consequently not more than \ per cent, in the physiological 
curves to which the method of analysis was applied. 

To sum up : — 

The two causes which modify the time-relations of an excursion, act in opposite 
ways. 
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The decrease of internal electrical resistance as the meniscus approaches the tip of 
the capillary, tends to increase its velocity, while the increase of sensitiveness makes 
it move more slowly. But the latter has a much more powerful effect than the former, 
and may practically neutralise itj or even overpower it, without introducing a calibra- 
tionr error great enough to make an appreciable difference between the scale readings 
and the true value of an excursion. 

The time-relations of the movement are conditioned partly by electrical resistance, 
but mainly by some other cause— probably mechanical friction. 



The Production and Analysis of Photogra/phs of the Excursions of the Capillary 

Electrometer. 

The rapid movement of the sensitive plate required to bring out the details of the 
electric phenomena of muscle and nerve, necessitated an alteration in the form of 
the apparatus. The ingenious arrangement devised by the Rev. F. G. Smith for 
producing a rectilinear motion of uniform velocity was inapplicable, owing to lack 
of space in the dark room. I therefore made an apparatus, the details of which will 
be described at length elsewhere, in which the sensitive plate was caused to describe 
an arc of a circle. The dark-slide containing it was attached to a kind of balanced 
pendulum, which carried it, at a uniform velocity, past the slit on which the magnified 
image of the column of mercury was thrown. The requisite velocity was given to the 
pendulum by a weight which, as in Atw odd's machine, was caught by a stop just before 
the plate reached the slit. The return of the pendulum after the exposure was 
prevented by a catch, and the key producing the excursion was actuated at the right 
moment by an arrangement of electromagnets. Time was recorded upon the plates 
by a magnetic vibrator placed in front of the slit, and driven by a tuning-fork in the 
usual way. 

The exact instant of excitation was recorded by the signal-key before referred to, 
which was also placed in front of the slit. 

With this arrangement the normal curve is most easily expressed in polar coordi- 
nates. 

Time being recorded upon a circular arc, 

t becomes ^. 

Instead of the rectilinear asymptote, there is an asymptotic circle of radius = R. 
The expression for the radius vector is 

r = R ±,y, 
the equation connecting y and 9 being 

IM 2 
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This change necessitated a reconsideration of tlie method of analysis. The curve is 
a variety of the logarithmic spiral, but the intercept between the tangent and the radius 
vector on the asymptotic circle — the line corresponding to that which I had employed 
in the case of the rectilinear raotionj is not constant^ and not of a form convenient to 
use. There is, ho we ver, another property of polar coordinates which is at once 
available ; namely, that the expression for the polar sub-normal is 



r cot ^ 



xn uois case 



dr 
dd 



dr 
d0 



dy 
d0 



(^y^ 



SO that this property enabled me to analyze the curves with remarkable ease, and I 
propose to abandon rectilinear motion for the plates in future/'^ 



Iff. 3. 



F\g. 4. 




-7 



h 


r 

CL 

1) 






CL 







The problem of the analysis of a photographed excursion resolves itself therefore 
into the determination of the length of the subnormals of a sufficient number of 
points upon the curve, together with the measurement of the distances of these points 
from the circle corresponding to the position of the meniscus for zero potential* 
These measurements are most easily made upon the instrument represented in fig. 3* 

The negative is fixed to a carrier B^ pivoted at Oy on the base-board A^ in which a 

* See Williamson's ' Differential Calculus/ 7tli edition, p. %%% from whicli I got tlie clue while trying 
to elaborate a roundabout metliod of reproducing the polar curve in rectangular coordinates, So tkat I 
tniglit analyze it. 
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hole is cut so that the photograph can be examined by transmitted Kght* The radius 
of the carrier is exactly equal to that of the pendulum on which the plate was 
exposedj and a fine wire or piece of horsehair is stretched from D to 0^ passing close 
underneath the glass without touching it, which serves as a radial line of reference. 
An index fixed to the carrier J5^ passing over a scale upon A, enables smuU angular 
displacements of the carrier to be accurately measured, thus determining the time 
intervals, and the ordinates are found by laying a graduated rule upon the negative 
just over the radial line DO^ using as a reference circle the edge of the photograph, 
which is always well defined. The length of the subnormal is found by means of the 
flat rod, E^ which carries at one end the glass plate, F, shown on a larger scale in 
fig. 4. On this plate is ruled a fine line, a, a-^, continuous with the edge of E, but 
broken for a distance of about 2 millims. at about the middle. Through the gap thus 
left passes the tangent line, 6, exactly at right angles to a, a^ When this line 6, at 
the part where it is intersected by a, a^, is placed as a tangent to the curve which is 
to be analyzed, at the point where it is cut by the radial line, DO, the length cut off 
by the rod, E, upon the graduated rule, (7, which, is permanently fixed at right angles 
to DOy is the subnormal to the curve at that point. The plate carrier is then shifted 
through an angle corresponding to a known interval of time, as determined from the 
time record upon the photograph, and the subnormal measured again for the part 
of the curve thus brought over the radial line, DO. This process is repeated at 
sufiiciently close intervals throughout the curve, the corresponding ordinates being 
measured, taking the edge of the photograph as a reference circle. 

For the application of this method it is first necessary to analyze a normal curve 
produced under the exact conditions, as to resistance, of the experimental photo- 
graphs. With a suitable instrument, the subnormal is practically a constant multiple 
of |/, the distance of the meniscus from its point of rest, and the value of this 
constant multiplier has to be found. 

The following example of the analysis of the normal curve of the electrometer used 
in the physiological experiments described by Professor Burdon Sanderson in a 
paper on the '^ Photographic Determination of the Time-relations of the Changes which 
take place in Muscle during the period of so-called Latent Stimulation," (' Proceedings,' 
vol. 48, p. 14), will serve to show how this is done. In this particular case, as the 
curve was obtained for the purpose of analyzing the physiological photographs which 
we had taken, the circuit was led through the non-polarizable electrodes and the 
muscle exactly as it had been arranged for those experiments. An equivalent 
metallic resistance was then substituted for the preparation, and several other photo- 
graphs of the normal excursion were secured. But the resulting curves were found 
to give identical results and, therefore, the details of this one only are inserted here. 

Firsts the ordinates corresponding to time-intervals of '001 sec. were measured with 
an ivory rule, graduated very finely in millimetres, the tenth of a millimetre being 
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estimated with the aid of a lens. As a check, three different reference Hnes were 
taken on successive days, and the results so obtained were found to be identical. 

The next stage of the operation consisted in the determination of the asymptotic 
circle. In so short a period as that comprised between the passage across the slit 
of an eight-inch plate, the mercury has not time to reach its final positiouy which must 
therefore be found by calculation. Assuming for the time-relations of the excursion 
the simplest formula, given in my preliminary note, viz. :— 

y =z ae™^V 

we may write for the distances from any reference circle of three points corresponding 
to equal intervals of time, 

A =^ r^ + y, 

B = ^ + Ty, 

where n = the distance of the reference circle from the asymptotic circle, and T is 

some function of t. 

Whence 

C -B 



B"- A 

B-^ A 
T -^ 1 






yi 



A — ^ = n. 

Selecting three points as far apart as possible, I found the position of the 
asymptotic circle and reduced the observed readings of the ordinates to the values of 
y measured from it, which were as follows :— 
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Analysis of Normal Curve No. 289, fig. 5, Plate 4. Upward excursion equivalent 
to the difference of potential given by 83 centims. of the rheochord wire with 
1 Callaud cell. Resistance in circuit, a gastrocnemius preparation with non- 
polarizable electrodes. Total length of the excursion == 31*7 millims. 



Found . 


Calculated. 


Difference. 


millims. 


millims. 


millim. 


%.= 28-000 


. - 28-800 




24-900 


24-855 


+ -045 


2. 1-400 


21-451 


-051 


18-500 


18-513 


- -013 


16-000 


. 15-978 


+ -022 


13-800 


13-789 


+ -Oil 


11-900 


11-901 


-001 


10-200 


10-271 


-071 


8-900 


8-864 


-f -036 


7-650 - 


7-650 





The column of calculated values is a series in geometrical progression, inserted 
between the first and the last terms. It will be seen that the error is in all cases 
well within the limit of accuracy of the measurements. 

Having thus determined the position of the asymptotic circle, i.e., the position of 
the meniscus when 2/ = 0, on the assumption that the formula y = ae"^^ was exact, 
the next step was to try whether any traces could be discovered of the influence of 
change of resistance, or of the sensitiveness of .the capillary, during the excursion. 
In other words, I had to determine whether these errors were due to inaccuracies of 
measurement or of the formula assigned to the curve. If the latter were the case, 
then there must be some value of n which would make T increase or decrease with 
some approach to regularity from one end of the curve to the other, and we should 
have approximately 

log {n + 2/1) - log {n -f 2/3) == log T, 

log {n + 2/2) - log {n + ^3) = log (T + 6), 
log {n + 2/3) - log {n + 2/4) == log (T + 2&), 

and so on. On assuming trial values for n^ however, the discrepancies seemed only 
to increase, and, after a somewhat laborious investigation, I concluded that in this 
particular instrument the efiect of diminished resistance was practically balanced by a 
slight increase of sensitiveness towards the tip of the capillary— the one tending to 
increase, and the other to diminish, the velocity of the meniscus, so that the equation 
y == ae""^^ represents very closely the time-relations of the excursion. The process 



* These ten points correspond to intervals of '01 sec, as given by the time -tracing. That is why the 
first one is some 3 millims. from the commencement of the curve. 
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above described is necessary with every new electrometer, in order to determine its 
constants. When the equation of the curve has thus been determined once for all 
the process is much more simple. The position of the asymptotic circle is found by 
direct measurement upon a screen placed in the position of the sensitive plate^ and a 
single normal excursion of known value is taken through the resistance used in 
the experiments to which the method of analysis is to be applied. Two or three 
ordinatee with their corresponding subnormals are then measured, and the ratio of 
each ordinate to its subnormar is determined. 

The mean of these ratios is taken as the value of the constant multiplier. 

Measurement of the Subnormal of Normal Curve No. 289. 

The curve was spoilt for this purpose by the presence of small undulations in two 
places caused by some jar to the apparatus ; these only interfered with the measure- 
ment of y at one point, where, however, it was easy to take the mean position 
between them. But in order accurately to place the fine line upon the glass plate of 
the measuring rod as a tangent to the curve, it was necessary that this should be 
perfect for some little distance on each side of the point of contact. The two most 
favourable positions were near the beginning and the end of the curve, and these 
gave for the value of C respectively 

C= 8-50, 

C = 8*51. 

Two other positions, not so well situated, gave C = 8*40 and C = 8*43. The 
remaining readings were less reliable on account of the undulations referred to, and 
a short piece where the definition of the photograph was defective. The mean of the 
four measurements is C ~ 8*46 ; but 8*50 is probably nearer the true reading. 

With this instrument, therefore, a difference of potential due to 83 centims. of the 
rheochord wire gave an excursion of 31*7 millims. on the sensitive plate. With a 
resistance in circuit equal to that of an ordinary physiological preparation, the sub- 
normal to the curve at its commencement was 26*945 centims. 

Whence 

83 
1 centim. on the subnormal = ~^;^jr centims. = 30*8035 on the rheochord, 

and 

.1 centim. on the rheochord s= — r— centims. = '32464 on the subnormal, 

bo 

Comparison with Other Normal Excursions. 

In order to show that the method may be relied on to give constant results, the 
following experiments are quoted. The circuit was the same as for. Curve No*. 289, 
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and the value of each excursion, as measured by its subnormal, may be compared with 
that obtained by calculation. 

Ko. 290. — Ridei' of tbe rheocliord set at 67 centims. Mnsole-ctirrent = 42 Jcentims., giving an 

effective difference of potential of 25 centims. Subnormal at tlie commencement of the excursion 

= 8*19 centims. Calculated 

83 : 25 : : 26*945 : 8-12. 

No. 292. — The difference of potential was simply that due to the muscle-current, which had fallen to 
37 centims. The excursion was therefore in the opposite direction. Subnormal at the commencement 
of the excursion = 11-955 centims. Calculated 

83 : 37 : : 26'945 : 12-01. 

These results agree fairly well. For greater accuracy, the actual measurement of 
the subnormal was made in all cases at a point from 2 millims. to 5 millims. from the 
commencement, and the difference of the ordinates of the measured point and of the 
zero line, multiplied by the constant factor 8*5, added to the result. Hence the 
number of places of decimals. (See Part IL, p. 101.) 

The muscle was then removed from the circuit, and the following experiments made. 

No. 294.-— Upward excursion (towards the tip of the capillary) given by 80 centims. of the rheochord 
wire. ISTo external resistance. Subnormal at the commencement of the curve = 28*2 centims. 

No. 295. — Upward excursion given by 80 centims. of the rheochord wire. External resistance 
= 1000 ohms. Subnormal at the commencement of the curve = 28*04 centims. 

No. 296. Downward excursion given by 80 centims. of the rheochord wire. External resistance 
= 1000 ohms. Subnormal at the commencement of the curve = 28*14 centims. 

These results show the identical character of the upward and downward excursions, 
and also that the introduction into the circuit of 1000 ohms makes no very marked 
difference ; they do, however, indicate the effect of taking away the resistance of the 
muscle and its electrodes, in that the value of the constant multiplier has risen from 
8*5 to about 9*2. 

Artifidal smiles. 

This name was given to the curves obtained by photographing the excursions 
produced by means of two currents in opposite directions, each lasting about '005 sec. 
It was intended to imitate as nearly as possible the effect produced by the excitation 
of muscle, with differences of potential of known value and duration, so as to 
determine whether the capillary electrometer was capable of distinguishing between a 
current of definite strength suddenly thrown into it, and a more or less gradual rise 
of a difference of potential, extending over a period of equal duration. That it can 
do so was shown beyond a doubt. To produce these artificial spikes, the wires from 
the electrometer were joined up through the derived circuits of two rheochords, 
A and B, each of which was provided with a separate battery. These were connected 

MDCCCXCIL — A. O 
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with a rlieotome furnished with four adjustable break-keys of the tip-over type. 
The first of these, when struck, opened a short circuit on the primary of A, allowing 
the current to act upon that rheochord. The second broke the battery circuit of A, 
and at the same instant the third m like manner opened a short circuit on the 
primary of the second rheochord B, in which the current circulated in the opposite 
direction. About '005 sec. later the battery of B was thrown out of action by the 
fourth key, thus checking the excursion produced by the second current. It will be 
observed that the electrometer circuit remained unbroken throughout the experiment. 
Unfortunately the short-circuit contacts were not good, so that a certain amount of 
current passed, rendering it impossible to ascertain the exact value of the differences 
of potential which acted upon the electrometer, in several cases — and, moreover, the 
DanieU's cells used were not sufficiently steady during the operations, which took 
a long time, to enable all the results to be compared with those previously obtained. 
The experiments were varied by reversing the direction of both currents, and 
sometimes omitting the second. 

No. 306. Fig. 6, Plate 3.—-" Artificial Spike," produced by two short currents of opposite direction. 
Up, '0055 sec. ; subnormal = 50 centims. Down, '0046 sec. ; subnormal = 60 centims. 

It will be observed that the effect of the second current was to bring the meniscus 
back almost exactly to its former level, and that both the rise and fall commenced 
and ended suddenly, indicating, as do also the measurements of the subnormal at 
close intervals throughout the curve, that it was produced by the introduction of 
differences of potential which remained constant while they lasted. But the move- 
ment was in each case only about one-tenth of the fall excursion for that difference of 
potential, and the quantity of electricity received as ^' charge," viewing the electro- 
meter as a condenser, is approximately proportionate to the product of the time 
into the difference of potential, or what comes to the same thing, the subnormal, i.e, : — 

•0055 X 60 = '276 for tbe upward movement. 
•0045 X 60 = *270 for tlie downward movement. 

But these '' charges " may be measured in another way. The electrical capacity of 
an electrometer is perfectly definite in amount, being conditioned by the shape and 
size of the capillary, and perfectly independent of the difference of potential. The 
quantity received by an instrument from any current is therefore proportional to the 
product of its capacity (which is constant throughout the part of the capillary used) 
into the distance I, through which the meniscus is moved by it. The effect of two 
successive charges of equal quantity, but opposite in sign, must be to leave the 
mercury ultimately at zero, as was the case here. Not only was there this close 
correspondence between the values obtained in these two ways for the ^^ charge,'' but 
the Total Indicated Differences of Potential, calculated from the subnormals, were 
within one per cent, of the values found by comparing the two rheochords employed, 
with that used for Curve No. 289, 
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The following curves are given as examples of the effects of overshooting. The 
actual difference of potential employed was not ascertained owing to the instrumental 
difficulties referred to, which were not noticed till the conclusion of the experiments. 

]S"o. 305. Fig. 7, Plate 3. — Artificial spike, given by an upward excursion lasting 0*0052 sec, followed 
bj a downward excursion lasting 0*004 sec. 

The second phase is slightly rounded at the beginning, showing that the full 
velocity was not attained immediately. The sHght pause at the end of the fall, before 
the slow return to zero, is probably due to '^ stickiness '^ of the tube. (Compare also 
No. 299 where there is evidence of '^ stickiness " during the swiftest part of the 
movement). 

No. 307. Fig. 8, Plate 3. — Artificial spike, as before, but in the reverse direction. 

In this case, the second phase begins sharply at its full velocity, but at the end of 
it the mercury has continued to move, not so rapidly as when the current was on, but 
still, more quickly than it would Imve done had the electrometer been simply 
discharging itself. 

No. 309. Fig. 9, Plate 3. — Excursion produced by a single current lasting 0*006 sec. 

Here the meniscus overshot the mark to the extent of 0*7 millim. in an excursion, 
the full height of which would have measured 80 miUims. on the photograph, and 
which had only risen 7 millims. when the current was checked. The analysis shows 
that the second rheochord somehow became connected and furnished a current in the 
opposite direction of about one-fourth of the difference of potential of the first — 
possibly one of the leads might have touched the rheotome. 

It will be noticed that even this overshooting is under 1 per cent, of the total 
normal excursion, and that the time which elapsed between the withdrawal of the 
electromotive force and the cessation of the movement, was only about 0*002 sec. 

These three photographs illustrate the form of overshooting, which I consider to be 
due to the elasticity of the meniscus, for, if it were true overshooting of the column, 
then the retardation of the return movement should be visible in the case of the 
reversed spike (No. 307, fig. 8) ; but this was only seen with much stronger currents. 
On the other hand, the sudden checking of an upward excursion, about three times the 
size of this, caused the meniscus to throw oif a globule of mercury. 

In the preceding experiments, there was no external resistance. The effect of 
introducing a coil of 10,000 ohms is shown in the next example. 

No. 299. Fig. 10, Plate 3.— Downward excursion produced by a single current of sbort duration. 
External resistance == 10,000 obms. 

In spite of the difference of potential being greater than in any of the preceding 
experiments, there is practically no overshooting, and the curve of discharge is 
perfectly normaL The subnormal to the curve was too great to be measured on the 

o 2 
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machine. The slight notch about the middle of the descent, indicates a '* sticky'^ 
place in the capillary. (Compare fig. 7.)"^ 

A companion photograph, in which the excursion was upward, did not develop 
sufficiently dense to print, but was similar in character, the upward overshooting 
being very slight. 

These photographs show, that without external resistance in the circuity the effect of 
overshooting, and especially of that form of it which is due to the elasticity of the 
meniscus, interferes seriously with the application of this method of analysis, unless the 
differences of potential concerned are small, but that these diffieulties vanish on the 
introduction of a moderate resistance, not sufficient to make the movements of the 
electrometer sluof^ish. With suitable precautions, the variations of a difference of 
potential may be determined for each two-thousandth part of a second, and under 
favourable circumstances, with an error of not more than one per cent. 



Pabt IL 

Application of the Method to the Study of the Electrical Variations of Muscle. 

In a paper by Professor Buedon Sanderson-, entitled ''Photographic Determina- 
tion of the Time-relations of the Changes which take place in Muscle during the 
Period of so-called 'Latent Stimulation'" ('Roy. Soc. Proc.,' vol. 48, p. 14), it was 
stated that in the gastrocnemius of the Frog the electrical response to an instantaneous 
stimulus, as investigated with the aid of the capillary electrometer, is indicated by a 
sudden movement of the mercurial column of very short duration, and that the photo- 
graphic expression of that movement shows that between the contacts two electrical 
changes of opposite sign, and not more than one two-hundredth of a second in 
duration, have immediately followed each other, or, more explicitly, that the spot 
excited became for about 0*005 sec, first negative, then for a similar period positive, 
to the other contact. 

This statement relates exclusively to the case in which the effect is led off to the 
electrometer by two electrodes of which one (/) is placed on the tendon, and the 
other {m) is on the belly of the muscle. In this case, the photographic record of the 
electrical response to a single excitation of the nerve, resembles the record obtained, 
when in a circuit of the same resistance as the muscle, two currents of the same 
duration follow one another in opposite directions. 

This resemblance between the two cases is, however, only general, for whereas in 
the artificial effect the difference of potential between the two terminals of the electro- 
meter remains the same durnig each phase, changing sign at the moment that the 
first is followed by the second, the difftjrence of potential between the two spots to 

^ [This notcb has nofc been reproduced in the figure. It can easily be seen in the negative even 
without a lens. March 3, 1892. Gr, J. B.] 
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which the electrodes are appHed gradually rises to a negative maximum during the 
first phase, is reversed, and then, having become positive, gradually subsides. 

My present purpose is to show in what way the method of analysis described can be 
applied to the photographic records of the electrical response (which I shall hereafter 
speak of as the record or curve), so as to determine the exact time -relations of the 
chanofes above described. 

With this view I propose to present to the Society certain specimen records, and to 
state the results obtained by the analysis of each. This result will be best expressed 
by a graphic denoting the actual differences of potential between (m) and (/) at suc- 
cessive times during the period of electrical change. 

It may be convenient at this point to describe in detail the method of analyzing 
such records as nmscle curves, in which the electrical variations are of brief duration 
and not necessarily of constant intensity or of the same sign. 

It has been shown in the first part of this paper that it is not difficult to procure 
an electrometer of which the time -relations may be expressed by the formula y = ae"''^, 
and that, with a circuit of suitable resistance, the movement of the meniscus will 
commence the instant that a difference of potential is communicated to the terminals, 
and cease the instant it is withdrawn. With such an instrument under such con- 
ditions, as was stated in my preliminary note " On a Method of Determining the 
Value of Rapid Variations of a Difference of Potential by means of the Capillary 
Electrometer'' (' Roy. Soc. Proc.,' vol. 48, p. 92), '' the velocity with which the meniscus 
is moving at auy instant is that with which it would start if the zero-line were moved 
to the level then occupied by the meniscus, and the difference of potential existiDg 
at the time between the terminals of the electrometer were suddenly introduced 
and made permanent. Thus, the total indicated difference of potential is made up 
of two parts, viz., the difference represented by the distance through which the 
meniscus has already moved, and that indicated by the velocity with which it is still 
moving." 

In the analysis of muscle curves, as will be seen, the latter is usually many times 
greater than the former, except at the beginning, middle, and end of the curve where 
the tangent is at right angles to the radius vector, and the subnormal is zero. 

The method of analysis set forth in my preliminary note is, in consequence of the 
change in the apparatus already referred to, whereby the sensitive plate is made to 
describe an arc of the circle instead of travelling in a straight line, superseded by the 
far simpler one given in the present paper. The subnormal to the normal curve — 
and, consequently, to any curve — is a constant multiple of y, the distance of the menis- 
cus from the point of rest corresponding to the difference of potential existing at the 
time between the terminals of the electrometer. 

As has been already said, the value of this constant multiplier is influenced by the 
resistance of the circuit in each experiment, and the first step is to determine it for 
the particular resistance used. This was done for the muscle curves of which the 
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analysis is appended, the normal excursion photographed for the purpose being 
No. 289 (fig. 5), and the value of the constant multiplier was 8*5. 

Tlie next step is to place the glass negative of the muscle-curve upon the measuring 
instrument (fig. 3), carefully centreing it so as to ensure its occupying a position 
exactly corresponding to that in which it was placed on the pendulum of the photo- 
graphic apparatus. If this is not done, the results will be falsified. The rate of 
movement has then to be determined. When^ as in the cases given here, the angle 
subtended by the entire excursion is small, no appreciable error is introduced by 
employing a tangent scale instead of measuring the arc. This being so, a very simple 
method is available, whereby the hundredths of a second, given by the time-record on 
the photograph, can be subdivided into thousa^ndths of a second. The index of the 
carrier (fig. 3), is a straight edge fixed radially, and the tangent scale, which is 
divided into millimetres, is placed at such a distance from the centre 0, that ten of 
its divisions shall be passed over by the index when the carrier is shifted through a 
space corresponding to one-hundredth of a second, as indicated by the coincidence of 
two successive apices of the time-record on the photograph with the radial line DO. 

The scale having been fixed in this position, the actual measurements are proceeded 
with. The instant of excitation, marked by the upward movement of the signal arm, 
is taken as the zero of time. This portion of the photograph is brought over the line 
DO, and the reading of the tangent scale is noted. The distance of the electrometer 
record at that time from the circular edge of the photogrtiph is measured ; this gives 
the position of zero potential. The next thing is to find the time at which the menis- 
cus began to move. For this purpose, the rod E is laid along the line DO, and the 
line aa^ on the glass plate F, placed accurately as a tangent to the curve. The 
carrier is then shifted until a point is reached when the curve commences to rise, and 
the time at which this takes place is noted on the scale, 

Nextj the carrier is further shifted in the same direction through a space corre 
spending to 0*0005 sec. 

There are now two operations to be performed :-— 

(a.) To measure the subnormal of the curve at this point. The method of doing 
this has been already described. The result may be written 

Subnormal = cy, 

(&.) To measure how far the meniscus has moved from its original zero position 
for t=0. 

This is done by taking the distance of the curve at this point from the edge of the 
photograph, which is used as a reference circle, and subtracting the result from the 
zero distance already ascertained. The difference may be written 

Movement = Z. 

It is most convenient to express the total indicated difference of potential in terms 
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of the subnormal—reducing it subsequently to decimals of a volt. The total indi- 
cated difference of potential will therefore be 

± cy ± cl. 

Attention must be paid to the sign of both y and L In the examples given, an 

upward excursion is produced by the negative variation, so that the formula for the 

first phase will be 

— 0^ — 8'5L 

At the apex the subnormal passes through zero, but the total indicated potential is 
not yet zero, being indicated truly by the distance of the meniscus from the zero line, 
ie., the actual height of the excursion. This, expressed on the same scale as before, is 

- 8'5L 

During the second phase, or descending portion of the curve, the subnormal is 

positive, and we must write 

+ cy — 8'5L 

If, as sometimes happens, the meniscus should descend below the zero line, I also 

becomes positive, and we have 

+ 02/ + 8'5l. 

It is unnecessary to describe minutely the arrangement of the physiological prepara- 
tions. The photographic curves of which the analysis is given are some of those 
obtained in the experiments in which I assisted Professor Burdof Sanderson, to 
whose kindness I am indebted for permission to make use of them in this, the first 
appUcation of the method of analysis which this paper describes. 

Non-polarizable electrodes were employed, one (/) placed on the tendon, and the 
other (m) on the belly of the muscle, unless otherwise stated. The muscle was kept 
stretched by a weight, not greater than could be lifted by a moderate contraction. 
The exciting electrodes were applied to the nerve, the exact instant of the stimulus 
being marked by the upward movement of the arm of the signal-key, the shadow of 
which is recorded on the plate. This key, which has been already referred to, was 
placed in the primary circuit of the induction-coil^ and by its use, all possibility of 
delay in registering the instant of the induction shock was eliminated, save that due 
to the induction coil itself. 

No. 287. Fig. 11, Q^, Plate 4. — Gastrocnemius of B. esoulenta. Exciting electrodes placed at the 
extreme end of tlie prepared nerve, as far as possible from the muscle. 

The muscle current was balanced by the difference of potential derived from 42 centims. of the wire of 
the rheochord. The analysis of this curve is given in ^g. 11. The excursion is not large, but the 
negative variation is sudden, and remains tolerably constant 'for some time. The positive variation is 
not great, but the return to the original zero is slow. 

The relative value of the muscle current is shown by the dotted line, which represents the true zero 
potential. 
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Im mediately after fhis experiment, withont altering the electrometer circiiit, the normal excursion, 
Ko. 289, was photographed for the determination of the constant multiplier used in this and the remain- 
ing illustrations. 

'No. 270. Eig. 12, a, Plate 5. — Gastrocnemius. Exciting electrodes as far as possible from the muscle. 

1^0, 271. Eig. 12, h. — The same muscle. Exciting electrodes as close as possible to the muscle. 

Ko. 272. Eig. 12, c.—Tbe same muscle. Exciting electrodes as close as possible to the muscle as in 
'No. 271, but the leading-off electrode (m) shifted from its previous position to a point 12 millims. nearer 
the tendon electrode (/). 

These three curves were analyzed, and the results plotted together in fig. 12, Plate 5. 

It will be observed that the two former, though somewhat different in the first 
phase, are fairly alike in the second, the delay of the electrical response, in conse- 
quence of the greater length of ner^e through which the excitation was transmitted 
in the case of No. 270, being well shown. 

It is interesting to note that the analysis of No. 272 approaches more nearly in 
shape to that of an '' artificial spike." The rise of the electromotive force is fairly 
rapid, and it remains nearly constant for a considerable part of each phase. But 
neither the rise nor the fall is so sudden as in the case of Curve No. 306, although, 
as the difference of potential is less and the resistance of the circuit greater, any error 
due to overshooting of either kind is quite out of the question. 

No. 274. Fig. 13, a.—G-astrocnemius. Exciting electrodes placed on the nerve, close to its insertion 
in the muscle. Leading-ofE electrode (/) attached to the tendon ; electrode (m) on the side of the muscle, 
nearly at its thickest part. 

No. 276. Fig, 13, &.— The same muscle. Exciting electrodes as before. Leading-off electrode (m) 
shifted into the normal position on the bellj of the muscle. 

Fo. 277. Fig. 13, G, — The same muscle. Exciting electrodes as before. Leading-off electrode (m) 
placed so close to the tendon electrode (/) as to give a scarcely visible excursion of the meniscus upon 
excitation. 

The analyses of these three curves were plotted together in fig. 13, Plate 6, 

They all cross the zero line within a remarkably small space. The first two differ 
slightly in the negative phase, but are tolerably similar in the positive, which is well 
developed. In both there is a second rise of the positive variation, reaching a 
maximum about 0*023 sec. after the excitation. This rise is, however, too small to be 
discernible from the photograph, and is made manifest only by the method of analysis. 

It does not come within my province to discuss the physiological questions arising 
out of these results, which 1 desire to leave entirely in the hands of Professor Burdok 
Sanderson, to whom I am deeply indebted for permission to make use of these photo- 
graphs, taken in the course of the research in which I had the honour of assisting 
him, in order to illustrate the method of analysis which I now bring forward. 

My sole object has been to show that the capillary electrometer can be employed to 
obtain measurements which hitherto could only be effected by a process open to some 

objections. 

The repeating rheotome, introduced by Professor Bernstein for the same purpose, 
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although it has many advantages, can only give the average time -relations of a 
number of electrical variations due to a rapid succession of stimuli, and is inapplicable 
in any case in which changes may occur in the preparation from fatigue. Moreover, 
my experience of rheotomes leads me to believe that it is much more difficult than is 
sometimes supposed to obtain very short closures of constant duration. The photo- 
graphic records given by the capillary electrometer are free from both these objections. 
They show the result of a single stimulus or of a number in rapid succession, and the 
circuit remains unbroken and therefore constant. 

Hitherto no means by which these indications could be quantitatively interpreted, 
except in the case of slow changes, has been in the hands of experimenters. I have 
endeavoured to supply this lack, and in doing so, to represent the capillary electro- 
meter in its true light as a measuring instrument, not indeed equal to the galvano- 
meter in delicacy, nor in durability, nor, perhaps, in accuracy ; but far excelling it 
and all other electrical measuring instruments in the one property which is peculiar 
to it, namely, rapidity of action. 

Probably in this way the electrometer may be made to serve other purposes than 
those of physiological research ; and I foresee that this method of analysis may be 
applicable to other instruments than the electrometer. 

All the photographs and many of the experiments described in this paper were 
made in the Physiological Laboratory, Oxford, and my thanks are due to Professor 
BuRDON Sanderson for his help and counsel, without which I could not have com- 
pleted the research. I have also to thank Mr. C. Crump, of the Record Office, for 
his valuable assistance in discussing the mathematical parts of the problem. The 
complete method of applying the corrections for calibration error and change of 
resistance I had hoped to give with his aid, but it was found that some further 
experiments would be necessary to furnish the requisite data. The treatment of this 
part of the subject therefore must he deferred. In the instrument which was used 
for nearly all the photographs these errors were not sensible. 

[Note. — The curves were analysed by measuring the negatives, and the results 
plotted from left to right. The photographs having been reproduced as prints, must 
be read in the reverse direction, from right to left, March 3, 1892. G, J. B.] 
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